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Autoclave 50L Electric Non Responsive
1 | MIS Mercy Enterprizes Model: BKQ-B501 0 0 Yes 0 3 0 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes |2 19 1.High vacume function not
Make:Biobase China available in the qouted model
M/S Matora Autoclave 50L Electric Non Responsive
1 Engineering Model: HS-VSF 50 0 0 Yes 0 3 0 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 19 1.High vacume function not
Corporation Make:Hongshun Medical China available in the qouted model
Autoclave 50L Electric Non Responsive
1 MIS Shah's brothers | Model:autoclave vertical 50 liters 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1.0ne out of three mandatory
Make:jiangsu shennong Autoclave
certificates not available.
inc China
WIS ideal bussiness Autoclave 50L Electric Non Responsive
1 roducts Model:LS-50HV' 0 0 Yes 0 3 0 0 2 1 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 22 1.High vacume function not
P Meake: Jiangyin binjiang China available in the outed model
Autoclave 50L Electric
1 | M/S Friends Traders | Model:Most-T Order Code T45 30 0 Yes 0 3 2 0 2 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 53 Responsive
Make:Shinva China
Autoclave 50L Electric Non responsive
Model: DW-B 50 L 1. Not according to the
1 | MI/S MKJ associates Make:Shanghai Drawell scientific 0 0 Yes 0 0 0 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 16 Approved specification.manual
instruments China qouted instead of automatic
Autoclave 50L Electric Non Responsive
1 MIS Alam Medix del: LX-B 0 0 Yes 0 3 0 0 2 1 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 22 1.High vacume function not
Make: MT Medical China available in the qouted model
Baby Phototherapy
2 MIS Medco Model:BL-500 30 0 Yes 0 3 2 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 51 Responsive
Make:Zhengzhou dison Instrument.
Baby Phototherapy
2 MIS Medibridge Model:BBP-20008 30 0 Yes 0 3 0 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 49 Responsive
Make:Suzhou Being China
; Baby Phototherapy Non Responsive
2| M8 '“f:;:::'"“s Model:-100(LED) o o 0 o o o o 0 o 0 0 o 0 0 0 0 0 0 o |o 0 1. Light source not as per tender
P Make:Shangai Ro Chain China requirements
Baby phototherapy
2 | M Friends Traders Model: BL 70 30 0 Yes 0 3 2 0 0 0 Yes 2 4 Yes 2 2 2 2 | ves | oves |2 51 Responsive
Make: Comen Medical China
Baby Phototherapy
2 | MIS MKJ associates Model:BT 400 30 Yes 3 0 3 2 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 61 Responsive
Make:Bistos korea
Baby Phototherapy
2 MIS Alam Medix Model 30 0 Yes 0 3 2 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 58 Reponsive
Make: BNG Medical China
Baby Phototherapy
2 Enterprises Model:BBP-20008 30 0 Yes 0 3 0 0 1 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 50 Responsive
P Make:Suzhou Being China
Non responsive
Baby Phototherapy
5 | i Paradise Export ModelBT-400 0 0 o 0 0 0 0 0 0 N N o N N N N 0 N o o 0 1.Mandatory Documents i.e
Company _ PEC registration/Drap not
Make:Bistos Korea
available
Baby Suction Machine
3 MIS Medco Model:DFX-23D.1 30 0 Yes 0 3 2 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 51 Responsive
Make: Jiangsu Keling Medical
Baby Suction Machine
3 | MIS Sudais Associates Model: MS-700 30 0 Yes 0 3 0 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 56 Responsive
Make: M-Technology Korea
N Baby Suction Machine Non Responsive
3 | MISShasbrothers | o et paby suction apparatus 30 0 Yes 0 3 2 0 0 1 Yes 2 4 Yes 2 2 2 2 | ves | ves |2 52| 1.20L with jor qouted instead of
and Co
Make: Yuwell China
Baby Suction Machine
MIS ideal bussiness Non Responsive
3 1. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
roducts Make:Shuangshen medical China 1. Qouted 20 L instead of 30 L.
Baby Suction Machine
3 | Mis Friends Traders Model:DF-506K 30 0 Yes 0 3 0 0 0 0 Yes 2 4 Yes 2 2 2 2 | ves | ves |2 49 Responsive
Make: Doctor’s Friends
Baby Suction machine
Model 72-230
3 | MIS MKJ associates Make:Jiangsu Yuwell Medical 30 0 Yes 0 3 2 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 58 Responsive
china
Baby Suction Machine
3 MIS Alam Medix Model: DFX-23D 30 0 Yes 0 3 0 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 56 Reponsive
Make: MT Medical china
Baby Suction Machine
MIS Medita Model:BES-2030C .
3 Enterprises Make: Suzhou Being Medical 30 0 Yes 0 3 0 0 1 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 50 Responsive
Non responsive
Baby Suction Machine
3 | IS Paradie Export Model6.4 P 0 0 o o o o o 0 0 0 0 0 0 0 0 0 0 0 o |o 0 oy Dot
pany Make:3A Healthcare registration/Drap not
available
Non Responsive
Baby Suction Machine
3 MIS Ansha Model: SU-3059 0 0 o 0 0 0 0 0 0 0 0 o 0 0 0 0 0 0 o |o 0 LMandtory cetfcate
international O Drap/Pakistan engineering
Make: Gemmy Taiwan i
council not avaolable
CTG machine
a| M Medine 2 0 Yes 0 3 0 0 4 0 Yes 2 4 Yes 2 2 2 2 | ves | ves |2 53 Responsive
Y Make:Hwatirme China
CTG machine
4 MIS Medibridge Model: MCF-21K 30 0 Yes 0 3 0 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 49 Responsive
Make: Shenzen Unicare_China
CTG machine
4 | M/S Sudais Associates Model: MCF-21K 30 0 Yes 0 3 2 0 4 3 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 58 Responsive
Make: Shenzen Unicare China
CTG Machine
4 | M/S Friends Traders Model: C21 30 0 Yes 0 3 2 0 0 0 Yes 2 4 Yes 2 2 2 2 Yes Yes 2 51 Responsive
Make:Comen China
CTG Machine
4| WIS MK) associates Model 8T-350 30 Yes 3 0 3 2 0 4 3 Yes 2 4 Yes 2 2 2 2 | ves | ves |2 61 Responsive
Make:Bistos Korea




CTG Machine

Non responsive
1.Mandatory Documents i.e

MIS Paradise Export
4 Model: FC-1400 0 0 o 0 0 0 0 0
Company A PEC regisration/Drap not
avilable
IS Ansha CTG Machine 1. Mandatory certificate
4 Model:cms-800 0 0 0 0 0 0 0 0
international Drap/Pakistan engineering
Make: Contec China
ot avaolable
ECG Machine 3 Channels
5 | WIS Techno Ware Model:imac -300 Y 0 Yes Yes Yes Yes | Yes 52 Responsive
Make: Zoncare China
WS platinam ECG Machine 3 Channels
s | s P Model: 3 channel 30 0 Yes Yes Yes Yes | Yes 57 Responsive
P Make: Meditech China
ECG Machine
5 | M Medine Model: i£300 30 Yes 3 Yes Yes Yes | ves 52 Responsive
» Make:Biocare China
ECG Machine 3 Channels Non Responsie
5 | WS Sudais Associates | | MOdel: ECC 11038 0 0 Yes Yes Yes Yes | Yes 2 1.Screen not according to the
Make: Shenzen Carewll electrois °
approved specifications
China
£CG 3 Channels
5 | MIS Friends Traders | Model; Beneheart R3 ECG Y 0 Yes Yes Yes Yes | Yes 55 Responsive
Make: Mindray China
ECG 03 Channel
5 | WIS MK) associates Model:£CG 300 G 30 Yes 3 Yes Yes Yes | Yes 59 Responsive
Make:Contec medical China
ECG Machine 3 Channels
5| WIS Alam Medix Model: E30G 30 0 Yes Yes Yes Yes | Yes 58 Reponsive
Make: Farum SA Poland
ECG Machine 3 Channels
MIS Medita ModelECG-6603
s Enterprises Make: Shenzhen Baisense & 30 0 Yes Yes Yes Yes | Yes 49 Responsive
technology China
Electrical Instrument Sterilizer /
6 | WIS Meroy Enterprizes e Y 0 Yes Yes Yes Yes | Yes 49 Responsive
Make: Biobase China
Electrica Instrument Sterilizer |
MIS Shat's brothers
6 hans o Model: Do e Mona 30 0 Yes Yes Yes Yes | Yes 57 Responsive
Male: Esco Medial equipment
Electrica Instrument Sterilizer |
MIS ideal bussiness Autoclave
6 deal bu Model:TM-XD20DV 20 0 Yes Yes Yes Yes Yes 52 Responsive
products
Makeziangyin Binjiang medical
China
Electrical Instrument Sterilizer /
6 | MisFiendsTraders [\ A0 Tt Y 0 Yes Yes Yes Yes | Yes 53 Responsive
Make:Shinva China
Electrica Instrument Sterilizer | Non responsive:
1. Not according to the
6 | MIS MK) associates 0 0 Yes Yes Yes Yes | Yes 16 | poprot etemoemancal
douted instead of automatic
Electrical Instrument Sterilizer /
6| WIS Alam Medix Mo E 0 Yes Yes Yes Yes | Yes 55 Reponsive
Make: MT Medical China
Emergency light with single
; reflector AC/DC Or Examination
7 MT’i xm""“ light ACIDC 30 o Yes 0 Yes Yes | ves 53 Responsive
o Model:Wyledks -UPS.
Make: Shangahi Weyuan China
Emergency light with single
reflector AC/DC Or Examination
7 | Misideal bussiness light ACIDC 3 0 Yes Yes Yes Yes | Yes 49 Responsive
Model:OLMS550 LED
Make: Beijing Asonmed China
Emergency light with single
reflector AC/DC Or Examination
7| WS Friends Traders light AC/DC 30 Yes 3 Yes Yes Yes | Yes 57 Responsive
Model: HyLED 600M OT lght
Make: Mindray China
Emergency light with single
reflector AC/DC Or Examination
7| WS Alam Medix light ACIDC 30 0 Yes Yes Yes Yes | Yes 50 Reponsive
Model: YDE-500D
Make: MT medical China
Emergency light with single
reflector AC/DC Or Examination
MIS Medita light AC/DC )
7 P Moo e E 0 Yes Yes Yes Yes | Yes 52 Responsive
Make: Shanghai Zhenghua Medical
China
Emergency light with single .
reflector AC/DC Or Examination Non Responsive
IS Ansha 1.Mandatory certificate
T| intemational lght ACIDC 0 0 o 0 0 0 0 0 DraplPalstan engincerin
Model 1512013 100/& coonil ot ovalale
Make 5L medical China
g
Hot air oven
8 | WIS Mercy Enterprizes Model: BOV-V 65F Y 0 Yes Yes Yes Yes | Yes 49 Responsive
MakeBiobse china
s Matora ot s 19360
3| Erneg Ve wedical Y 0 Yes Yes Yes Yes | Yes 49 Responsive
orporation
nstrument China
Hot air oven
8 | MIS MK) associates Model: GX-658 Y 0 Yes Yes Yes Yes | Yes a7 Responsive
makeHuanghua faithfull China
Hot air oven
8 | WIS Alam Medix Model: 2430/AU E 0 Yes Yes Yes Yes | Yes 56 Reponsive
Make: CBM sl laly
Infant babylradiant warmer Non Responsive
9| MISMedeo BN-100 0 0 Yes Yes Yes Yes | Yes 2 1LCD screen not available in
Make:Zhengzhou dison Instrument the qouted model,
Infant baby/radiant warmer Non responsive
o | MIS Medibridge Model:BRW-3000A 0 0 Yes Yes Yes Yes | Yes 19 LLCD DIy la“"m ilable
Make:Suzhou Being China play
Non Responsive
Infent babylradiant warmer
o | Misideal bussiness | oL baby et warme 0 0 0 ) ) ) ) o 1.LCD screen not available in
products o the qouted model.the available
Make: Shangai Ro Chain China jouted mod
display s digitl Display
Infant babylradiant warmer
9 | Ms Friends Traders Model5Q80 30 0 Yes Yes Yes Yes | Yes 51 Responsive
Make:Comen China
Infant baby/radiant warmer
9 | WIS MK) associates ModelET-550 a0 0 Yes Yes Yes Yes | Yes 56 Responsive
MakeBistos Korea
Infent babylradiant warmer
9| WS Alam Medix Model: Ecosy930 30 0 Yes Yes Yes Yes | Yes 58 Reponsive
Make: BNG Medical China
Infant baby/radiant warmer
9 MIS Medifa Model: BRW-30008 Plus 0 o Yes Yes Yes ves | ves 50 Responsive
Enterprises

Make: Shangai Ro Chain China




Infant babylradiant warmer

Non responsive
1.Mandatory Documents i.e

MIS Paradise Export
9 Model: BT-550 0 0 0 0 0 0 0 0 ‘
Company W PEC regstration/Drap not
avilable
. Nebuli
10 | M/S SIANSDIOUCTS | pyogel: Nebulzer Compressor type Y 0 Yes Yes Yes Yes | Yes 51 Responsive
Mae: Ucheck China
Nebulizer
10 | M/S deal ussiness Model:s5 7A 2 0 Yes Yes Yes Yes | ves 52 Responsive
P Make: shuangshen Medcial China
Nebulizer
10| IS MK) associates ModelNE-101 30 Yes 3 Yes Yes Yes | Yes 57 Responsive
Make:Contec Medical
Nebulizer Non Responsive
10| MIS Alam Medix model:Not mentioned 0 0 Yes Yes Yes ves | ves 16 P
1.Model make not available
Make: Not mentioned
Non Responsive
Nebulizer
1.The CEMDD Certificate s not
|  MSMedia Model:BN 04 0 0 0 Yes Yes Yes | Yes 16 valid the attached CEMDD is
Enterprises | Make: Shenzhen Baisense science
issued to Shenzen Jiakom
& Technology China
Technoloav
- Non Responsive
Nebulizer
10 Model:NE-101 0 0 o 0 0 0 0 0 L Mandatory cetfcate
international . Drap/Pakistan engineering
Make:Contec Medical
council not avaolable .
Oxygen Concentrator
1 “‘T/;x‘z‘:; e Model: Jay-10 30 0 Yes Yes Yes Yes | ves 53 Responsive
o Make;Longfian China
. Oxygen Concentrator
11 | MS Shah's brothers Model: 7F-10 W 30 0 Yes Yes Yes Yes | ves 52 Responsive
Make:Yuwell China
. Oxygen Concentrator
1| MS 'df:L:::'"E“ Model'SZ-5AW 30 0 Yes Yes Yes Yes | ves 53 Responsive
P Make:Shuanshen Medical China
Oxygen Concentrator
11| WS Friends Traders Model: day-10 30 0 Yes Yes Yes Yes | Yes 49 Responsive
Make:Longfan China
Oxygen Conceniator
11| IS MK) associates ok OCH Y Yes 3 Yes Yes Yes | Yes 59 Responsive
Make:Contec Medical China
Oxygen Concentrator
11| WIS Alam Medix Model: ZY- 102w Y 0 Yes Yes Yes Yes | Yes 50 Responsive
Make: MT medical China
Non Resporsive
MIS Ansha Oxygen Concentrator 1.Mandatory certificate
1 Model:lay10 0 0 o 0 0 0 0 0
international o Drap/Pakistan engineering
Make:Longfian China
council not avaolable .
Non Responsive
Portable Ultrasound Machine
12| WIS Techno Ware Model: ECOL 0 Yes 3 Yes Yes Yes | ves 24 [HMendeton bid forms ntegrty
Make:Chison China P
Portable Ultrasound Machine Responsive
12 | MIS Bio Tech Services : 27 Yes 3 Yes Yes Yes | Yes a7 1.Battery backup s less than
Make:Edan China required.
onsive
. Portable Ultrasound Machine " .
12| Misidd busins orecos x o | v ve ve v | v s [tsemig st notsming
P Make:Chison China aulred sp
Portable Ulirasound Machine
12| MIS Friends Traders £ Yes 3 Yes Yes Yes | Yes 61 Responsive
MakeMindray China
Portable Ulirasound machine
12| WIS Alam Medix Model: 50 £ 0 Yes Yes Yes Yes | Yes 51 Responsive
MakeZonecare china
Portable Ultrasound Machine Non Responsive
Model: HYS520 1Two Active
2 Enterprises Make:Wuxi Haiying Electronic o o 0 es es Yes | Yes 16 [ Gonnectors/Probes not avilable
Medical China in the qouted mode.
Shadowless Lamps
13| M Medine Model: Wyled 7001700 £ 0 Yes Yes Yes Yes | Yes 53 Responsive
. Make:Shanghai Weyuan China
Shadowless Lamps
MIS ideal bussiness | Mode:0L9700 series(OL9780-
13 o fpool £ 0 Yes Yes Yes Yes | Yes 52 Responsive
Make: Aconmed china
adowless Lamps
13| WIS Friends Traders | ModelHYLED 600-600 Y Yes 3 Yes Yes Yes | Yes 57 Responsive
Make:Mindray China
jowless Lamp
13| MIS MK) associates | Model hollow creled 5700 5700 Y Yes 3 Yes Yes Yes | Yes 59 Responsive
Make:Shandong lewin China
Shadowless Lamps
13| WIS Alam Medix Model:YDE 700/700 30 0 Yes Yes Yes Yes | Yes 49 Responsive
MaleMT medical China
Shadowless Lamp
MIS Medifa Model.EXLED 750017500
2| Enterprites | Make: Shanghai Znenghua Medical » 0 Yes Yes Yes Yes | Yes 3 Responsive
China
Sonic Aid Machine/ Fetus Heart
Detector/Fetal doppler
14| IS Sudeis Associates Model:IMAMI- 10 30 0 Yes Yes Yes Yes | Yes 58 Responsive
Make:shenzhen Unicare
Electronics China
Sonic Aid Machine/ Fetus Heart
14| MIS MK) associates Detector/Fetal doppler 30 Yes 3 Yes Yes Yes | Yes 61 Responsive
Model:BT-200 Bisios Korea
Sonic Aid Machinel Fetus Heart
14| MIS Alam Medix DetertoriFeta soppler 20 0 Yes Yes Yes Yes | ves 53 Responsive
Make: MT Medical China
Sucker Machine
15| WIS Medeo Model: DFX-23A.11 30 0 Yes Yes Yes Yes | Yes 51 Responsive
Make:iangsu Keling Medical
) Sucker Machine
15| M/S ShERSIOETS | 061 poratable suction machine 2 0 Yes Yes Yes Yes | Yes 52 Responsive
and Co
Make: Yuwell China
. Sucker Machine
15 | /S deal ussiness : 30 0 Yes Yes Yes Yes | ves 50 Responsive
Make:Jiangsu Shuansheng China
Sucker Machine
15| WS Friends Traders Model: DF-750 Y 0 Yes Yes Yes Yes | Yes 49 Responsive
Make:Doctors riends
Sucker Machine
15| MIS MK) associates Model:7E-B Y 0 Yes Yes Yes Yes | Yes 51 Responsive
Make:Yuveell China
Sucker Machine
15| WIS Alam Medix Model.7E-A Y 0 Yes Yes Yes Yes | ves 58 Responsive

Make: Yuwell China




MS Paradise Export
Company

Sucker Machine
Model: Minispeed
Make: 3A Healthcare

Non responsive
1.Mandatory Documents i.e
PEC registration/Drap not
availzble

MIS Ansha
international

Sucker Machine
Model: 76-D
Make: Yuwell China

Non Respon
1 Mandatory certificate
Drap/Pakistan engineering

M/s Fuji Film Pakistan
PuLtd

X-Ray Machine 500mA
Model: FDR smart FGXR -C525
MakeFuji Film Korea

Yes

Responsive

MIS Matora
Engineering
Corporation

X-Ray Machine 500ma
Model:Vision v
Make:Visaris Serbia

Yes

Yes

Yes

Responsive

MIS Agfa Healthcare

X-Ray Machine 500mA
Model;GXR-C40S.
Make:DRGEM Korea

Yes

Yes

Yes

Responsive

MIS Alam Medix

X-Ray Machine 500ma
Model: Jungmong General
Make:SG Healthcare Korea

Yes

Yes

Yes

Responsive

MIS Medifa
Enterprises

X-Ray Machine 500ma
Model: DM-5125
Make : Dongmun Co. Ltd

Yes

Yes

Non Responsive
LNot according o the approved
specifications.Line power not as
per requirement.
UPS ot qouted
3KV Range 125 instead of 150




